Documentation of acute increase in ventricular capture threshold after direct current cardioversion with AutoCapture threshold record.
This report describes acute and persistent increase in ventricular capture threshold after direct current cardioversion by using AutoCapture threshold record. Careful follow-up is required to be sure that the system continues to function according to its design specifications.